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ORIGINAL PAPER

THE EXACTNESS OF INTRAOCULAR LENS  
POWER CALCULATION FORMULAS FOR SHORT 
EYES AND CORRELATION BETWEEN METHOD 
ACCURACY AND EYEBALL AXIAL LENGTH

SUMMARY
Purpose: To compare the accuracy of intraocular lens power calculation formulas and to examine the correlation of this exactness with the axial length 
for eyes shorter than 22.00 mm 
Methods: The data of hyperopic patients who underwent uneventful phacoemulsification between October 2015 and June 2019 were reviewed. 
The intraocular lens power for each patient was calculated using 6 formulas (Holladay1, SRK/T, Hoffer Q, Holladay 2, Haigis and Barrett Universal II) 
before cataract surgery. Postoperative refraction was measured, and refractive prediction error was calculated 3 months after phacoemulsification. The 
correlation between axial length and absolute error was evaluated.
Results: Fifty-six patients (62 eyes) whose ocular axial length ranged between 20.58 mm and 21.97 mm were included in the study. The Hoffer Q 
formula achieved the lowest mean absolute error of 0.09 (±0.08 D). A significant correlation for the Hoffer Q (ρ = -0.329, p = 0.009) and the SRK/T  
(ρ = 0.321, p = 0.011) formula was observed.
Conclusions: 1. The Hoffer Q formula obtained the lowest absolute error and was recommended for intraocular lens power calculation for eyeballs with 
axial length shorter than 22.0 mm.
2. The correlation between axial length and absolute error is a factor which should be considered when calculating intraocular lens power.
Keywords: phacoemulsification, hyperopia, intraocular lenses, Hoffer Q formula 
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INTRODUCTION 

The exact calculation of intraocular lens (IOL) power is 
essential for achieving the desired refractive outcome af-
ter phacoemulsification. This is due to patients’ high ex-
pectations for precise vision after cataract surgery [1]. The 
exactness of implant power estimation depends not only 
on the accuracy of the preoperative biometric data, such 
as axial length (AL), keratometry (K), and anterior cham-
ber depth (ACD), whose inaccuracy of measurement can 
contribute to 36%, 22%, 42% of errors, respectively [2], 
but most of all on the accuracy of IOL power calculation 
formulas. Therefore, with the development of cataract 
surgery, many IOL power calculation formulas have been 
elaborated up to their five generations [3-7]. 

In the 1990s, the third-generation formulas, such Sand-
ers-Retzlaff-Kraff/Theoretical (SRK/T), Holladay 1 and 

Hoffer Q, remained the most widely used worldwide [8]. 
They all require knowledge of AL, K. However, they differ 
in how this information is used to calculate postopera-
tive ACD or effective lens position [9]. The Holladay 1 and 
SRK/T formulas use corneal height equation, whereas the 
Hoffer Q formula uses an independently developed fac-
tor in which the tangent of corneal power is used [10]. 
The fourth-generation formulas require more parame-
ters e.g. the Haigis formula uses K values, AL, ACD and, in 
addition, three constants a0, a1, a2 to calculate effective 
lens position (d) where d = a0 + (a1 x ACD) + (a2 x AL) [1]. 
In turn, the Holladay 2 formula requires 7 inputs (K val-
ues, AL, ACD, lens thickness, horizontal white-to-white, 
preoperative refraction and age [3]. Finally, the Barrett 
Universal II, as the fifth-generation formula, uses 5 pa-
rameters (AL, K, ACD, lens thickness, horizontal white-to-
white [3]. 
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We can also divide intraocular lens power calculation 
formulas according to the method of obtaining the re-
sults i.e. based on the observation of previous data or the 
optical results, which are detailed in Table 1. 

It is well known that most IOL power calculation formu-
las do well for eyes of AL within the 22.0 mm to 25.0 mm 
range [6]. The accuracy of IOL power calculation formulas 
for eyes shorter than 22.0 mm or longer than 25.0 mm is 
still questionable [11,12] despite many studies in this area. 

Therefore, the aim of the study was to check the accu-
racy of IOL power calculation formulas for eyes with axial 
length not exceeding 22.0 mm. The correlation between 
the exactness of formula and AL was also considered, to 
determine when a given formula was the most accurate. 

MATERIAL AND METHODS

Fifty-six patients (62 eyes), whose ocular axial length 
ranged between 20.58 mm and 21.97 mm with Wisconsin 
grade 3 or 4 cataracts, who had undergone uneventful 
sutureless phacoemulsification with monofocal intraoc-
ular lens implantation with 2.4 mm clear corneal incision 
between October 2015 and June 2019, were included in 
the study. 

The exclusion criteria were: corneal astigmatism great-
er than 2.0 D or the history of other ophthalmic proce-
dures such as vitrectomy, limbal relaxing incisions and 
corneal refractive surgery. 

The study was conducted adhering to the tenets of the 
Declaration of Helsinki. Each patient signed an informed 
consent for a routine cataract surgery. 

Preoperatively, all patients underwent a  full ophthal-
mological examination, including the evaluation of best 
corrected Snellen VA, intraocular pressure measurement, 
anterior biomicroscopy and fundoscopy. Preoperative 
keratometry and ocular biometry were performed with 
the use of Zeiss IOLMaster 700 (Carl Zeiss Meditec AG, 
Jena, Germany), with partial coherence interferometry, 
to measure K  and AL. IOL power was calculated with 6 
different formulas (Holladay 1, SRK/T, Hoffer Q, Haigis, 

Holladay 2, Barrett Universal II), achieving theoretical 
postoperative emmetropia. All phacoemulsifications 
were performed by the same eye surgeon. Monofocal, 
single-piece, hydrophobic, acrylic foldable IOLs (AcrySof 
SA60AT, Alcon Laboratories, Fortworth, TX, USA) were 
implanted during the surgery. Postoperative refraction 
was measured 3 months after the surgery with the use 
of the autorefractor keratometer (Nidek ARK-1, Nidek Co 
Ltd, Tokyo, Japan), with at least three K  measurements 
taken for each patient. Based on postoperative refraction 
results, the refractive prediction error was calculated as 
the difference between the real postoperative refractive 
outcome, expressed as spherical equivalent (the sum of 
spherical power and half of cylindrical power), and the 
residual refraction as IOLMaster outcome for the power 
of the IOL actually implanted, predicted by each formu-
la. A  positive value means a  hyperopic prediction error 
and a negative value indicates a myopic prediction error, 
while absolute value (AV) refers to an absolute error (AE). 

Statistical analysis was performed using the Statistica 
13.1 package. Data were analysed, using Excel spread-
sheets (Microsoft Corp). A  probability of less than 5% 
(p < 0.05) was considered statistically significant, unless 
it was necessary to apply Bonferroni corrections for mul-
tiple comparisons, which reduced the significance level 
down to even 0.003. Data distribution for normality were 
checked, using the Shapiro-Wilk test. The non-paramet-
ric Kruskal-Wallis test was used to check for statistically 
significant differences between groups. Thereafter, the 
U-Mann-Whitney test for quantitative variables was used 
for between-pair of formula comparison. Finally, using 
the Spearman rank test, the correlation between AL and 
AE was assessed for each formula. 

RESULTS 

Hoffer Q, Holladay 2 and Holladay 1 formulas obtained 
the lowest value (-0.33 D, -0.44 D and -0.57 D respective-
ly), while Haigis, Barrett Universal II and SRK/T achieved 
the highest value (-0.91 D, -0.64 D and -0.58 D, respec-

Table 1. Intraocular lens power calculation formulas

Data-Driven Optical Approach Hybrid

Simple Regression Artificial 
Intelligence

Simple Thin Lens 
Vergence

Interactive Thick 
Lens Vergence Ray Tracing Combination

SRK Hill-RBF Binkhorst Barrett Olsen FullMonte

SRK II Clarke Colenbrander EVO Okulix Kane

Holladay 1 Ladas SF

Hoffer Q

SRK/T

Holladay 2

Hoffer H5

Haigis
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tively) of the myopic refractive prediction error. In turn, 
Hoffer Q, Holladay 2 and SRK/T obtained the lowest value 
(0.34 D, 0.54 D and 0.63, respectively), while Haigis, Holl-
aday 1 and Barrett Universal II achieved the highest value 
(0.87 D, 0.73 D and 0.71 D, respectively) of the hyperopic 
refractive prediction error. Only the Haigis formula ob-
tained a greater value of the myopic than the hyperopic 
refractive prediction error. For the rest of the formulas, 
the hyperopic prediction error was greater than the my-
opic one. 

Results of the calculated refractive prediction error are 
illustrated in Graph 1. 

Hoffer Q, Haigis and Barrett Universal II formulas ob-
tained the lowest value (0.06, 0.13 and 0.14, respective-

Graph 1. Refractive prediction error for each formula

Graph 2. Descriptive statistics of absolute error for each for-
mula 

Graph 3. Correlation between absolute error (AE) and axial 
length (AL) for Hoffer Q formula

Graph 4. Correlation between absolute error (AE) and axial 
length (AL) for SRK/T formula
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ly), while Holladay 1, SRK/T and Holladay 2 achieved the 
highest value (0.23, 0.2 and 0.19, respectively) of the 
median of AE. Similarly Hoffer Q, Barrett Universal II and 
Holladay 2 formulas obtained the lowest value (0.09, 0.19 
and 0.2, respectively) and Holladay 1, SRK/T and Haigis 
achieved the highest value (0.26, 0.23 and 0.21, respec-
tively) of the mean AE. 

Detailed AE outcomes for each formula are summa-
rized and shown in Graph 2. 

Because there was no normality data distribution, the 
nonparametric Kruskal-Wallis test was performed to 
compare AE results according to 6 formulas. As the ob-
tained p < 0.001 outcomes were significant (probability 
less than 5% ), it was checked between which pairs of 
formulas there were statistically significant differenc-
es. Due to multiple comparisons, Bonferroni correc-
tions were applied. Therefore the significance level was 
0.05/15  =  0.003. The nonparametric U-Mann-Whitney 
test was performed. The Hoffer Q formula obtained the 
lowest level of mean absolute error of 0.09 ±0.08 D. Sta-
tistically significant differences were found in the follow-
ing pairs of variables: Hoffer Q versus all other formulas, 
Haigis versus Holladay 1, Haigis versus Holladay 2, Barrett 
Universal II versus Holladay 1.

As the next step, the correlation between AE and AL was 
evaluated. Significant correlation factors occur between 
AE and AL for the Hoffer Q formula and the SRK/T formu-
la. The first correlation shows that, with the decrease of 
axial eyeball length below 22.00 mm, AE increases, i.e. 
the accuracy of the formula decreases (correlation coeffi-
cient ρ = -0.329, p = 0.009), which is illustrated in Graph 3.

The second correlation (Graph 4) shows that, with the 
decrease of axial eyeball length below 22.00 mm, AE de-
creases as well, i.e. the accuracy of the formula increases 
(correlation coefficient ρ = 0.321, p = 0.011). Both correla-
tions are low. 

DISCUSSION

This study demonstrated that the Hoffer Q formula 
with the lowest mean AE of 0.09 is recommended for cal-
culation of IOL power for eyeballs with AL smaller than 
22.0  mm. This is similar to the study by Aristodemou et 
al. [4]. However, they obtained a higher mean AE of 0.46 
for the LI61AO Sopfort IOL, due to as many as 66 surgeons 
having performed phacoemulsification. For this reason, 
postoperative refractive error could result not only from 
the low accuracy of the IOL power calculation formula, but 
also from the imperfection of the operating technique.

Gökce et al. showed no statistically significant differ-
ences in the mean AE between 7 formulas (Hoffer Q, Hol-
laday 1, Haigis, Holladay 2, Olsen, Barrett Universal II and 
Hill-RBF) [13]. When studying the accuracy of IOL power 
calculation formulas for eyeballs with axial length not ex-
ceeding 22.0 mm, they obtained the lowest mean AE of 
0.37 for the Hill-RBF formula and the highest mean AE of 
0.42 for the Haigis formula, while it was 0.4 for the Hoffer 

Q formula [13]. However, significantly, the Hoffer Q for-
mula scored the smallest range of postoperative refrac-
tive error in both the current study and theirs (0.67 D and 
2.03 D, respectively) and the Haigis formula the largest 
range (1.78 D and 2.48 D, respectively). 

Doshi et al. proved no statistically significant differenc-
es in the mean AE of Hoffer Q, Holladay 1 and SRK/T for-
mulas [21]. They obtained much higher mean AE values 
i.e. 0.59 D, 0.57 D and 0.54 D, respectively, compared to 
the current study i.e. 0.09 D, 0.26 D and 0.23 D, respec-
tively. However, they used the immersion ultrasound 
technique to obtain AL values, which is a  less accurate 
method than using IOLMaster [21].

Carifi et al. did not observe any statistically significant 
differences in the mean AE of Hoffer Q, Holladay 1, Hai-
gis and Holladay 2 formulas [14]. They studied extreme-
ly short eyeballs with very powerful IOL (range of pow-
ers +35.0 D to +40.0 D). They therefore obtained a high 
mean AE value of 0.95 D. In addition, they involved only 
28 eyes in their study. For this reason, the results could 
be unreliable. 

The issue of correlation was not often considered in 
terms of the accuracy of IOL power calculation formu-
las. This is more frequently studied for myopic eyeballs, 
where the range of lengths is much greater. Chen et al. 
proved that, for SRK/T and Hoffer Q formulas, a  1  mm 
increase in AL increased the AE by about 0.1 D when 
AL > 26 mm, while, in the case of AL > 33 mm, a 1 mm 
increase in AL increased the AE by as much as approx. 
1.1 D [22].

The authors’ study showed a  significant correlation 
between AE and AL for Hoffer Q and SRK/T formulas. 
With the decrease of axial AL below 22.00 mm, AE in-
creases, i.e. the accuracy of the Hoffer Q formula de-
creases. Aristodemou et al. observed a  similar relation-
ship i.e. for the Akreos Fit IOL, mean AE value for the 
Hoffer Q formula was 0.5 D, 0.55 D and 0.76 D, when AL  
was 21.5–21.99 mm, 20.0–21.49 mm and 20.0–20.99 mm, 
respectively [4]. However, in their study, for the LI61AO 
Sopfort IOL, mean AE value was 0.46 D for each eyeball 
length in the range of 20.0–21.99 mm [4]. However, for 
this implant for the SRK/T formula, the mean AE value 
depended on the AL i.e. 0.46 D, 0.57 D, 0.75 D when AL 
was 21.5–21.99 mm, 20.0–21.49 mm and 20.0–20.99 mm, 
respectively. This correlation completely differs from that 
in the author’s study, in which, with the decrease of axi-
al eyeball length below 22.00 mm, AE also decreases, i.e. 
the accuracy of the SRK/T formula increases. This is pos-
sibly due to a 3-piece IOL with a silicone aspheric optic 
in Aristodemou’s study, while single-piece, hydrophobic, 
acrylic foldable IOLs were used in the author’s study. It is 
well known that the SRK/T formula is more accurate when 
calculating the implant power for long eyeballs [4,21,23].

Similarly, to Chen, the author’s study showed that, with 
an increase of AL by 1 mm, AE increases by 0.1 D. However, 
the difference is that the range of AL is between 20.0 mm 
and 22.0 mm and the correlation applies to the SRK/T for-
mula. For the Hoffer Q formula, this study proved that, with 
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an increase of AL by 1 mm in the range between 20.0 mm 
and 22.0 mm, AE decreases by 0.1 D [22]. 

A limitation of this study is the relatively small length 
range of the operated eyeballs (from 20.58 mm to 
21.97 mm). Aristodemou et al. obtained different mean 
AE results for certain length ranges. Thus, the Holladay 
1 formula achieved the smallest mean AE for eyeballs 
with a  length of 20.00–20.99 mm, the Hoffer Q formu-
la of 21.00–21.49 mm and the SRK/T formula of 21.50–
21.99  mm (0.67, 0.50 and 0.43, respectively) [4]. In the 
author’s  study, the median length of operated eyeballs 
was 21.49 mm, which could have resulted in the Hoffer 
Q formula obtaining the highest accuracy in terms of AE. 

The number of studied eyeballs is the second limita-
tion of this study. Although the group of patients does 
not seem large, there are many published papers where 
the number of patients was even smaller. Cook et al., as 
well as Gavin et al. studied 41 eyes [3,24], Wang et al. 33 
[1], Carifi et al. 28 [14] and Roh et al. only 25 eyes [17]. On 
the other hand, there have been studies with more eyes 

– Aristodemou et al. 457 [4], Gökce et al. 86 [13], Eom et 
al. 75 eyes involved [25]. 

Another limitation of this study is that 6 patients partici-
pating in this study had both eyes operated on. However, 
this is only 10% of the operated eyes and should not affect 
the final result. In addition, all patients had the same mod-
el of IOL implanted, so these results may not be general-
isable to IOL models of a different design, which may be 
a further limitation of the study. 

CONCLUSIONS

The Hoffer Q formula obtaining the lowest AE is rec-
ommended for IOL power calculation for eyeballs with an 
axial length smaller than 22.0 mm.

The demonstrated positive correlation between AE 
and AL suggests that the exactness of the IOL power cal-
culation formula depends on AL, which should be con-
sidered especially for extremely short eyeballs.
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